44463A TERMINAL BLOCK 
OPERATING NOTE 





-hp- MODEL 44463A TERMINAL BLOCK 


|. Description 


The -hp- Model 44463A Terminal Block is designed to be used with 44462A 10 Channel 
Multiplexer assembly. This assembly is an option to the -hp- 3421A Data Acquisition/Con- 
trol Unit. The Terminal Block is used to connect wires from external transducers to the 
multiplexer assembly. Refer to Chapter 8 of the 3421A Operating, Programming, and Con- 
figuration manual for specific installation information. 


Il. Usage 
The photo on the following page shows the channel connection sequence on the terminal 
block. The Common terminals may be used to connect to an external voltmeter. Wires smaller 


than 18 guage should be bundled together starting no more than 4”’ from the terminal block. 


Ill, Replaceable Parts 


The following parts list is for the 44463A terminal block. 









03421-02101 Silk screened connector biock 


1390-0624 Captive screw, M3.0X36 
0510-0952 E-type retainer for captive screw 
1251-0594 Connector key 
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44463-90000 


FOR MORE INFORMATION, CALL YOUR LOCAL HP SALES OR SERVICE OFFICE or East (201) 265-5000 ® Miawest (312) 255-9800 ® South (404) 
955-1500 @ West (213) 970-7500 or (415) 968-9200;0R WRITE, Hewiett-Packard, 1820 Embarcadero, Palo Alto, California 94303. IN 
EUROPE, CALL YOUR LOCAL HP SALES OR SERVICE OFFICE OR WRITE, Hewiett-Packard S.A., 7, rue du Bois-du-Lan Case Postale 365 CH-1217 MEYRIN 1 
- Geneva, Switzerland. IN JAPAN, Yokogawa-Hewiett-Packard Ltd., 1-27-15, Yabe Sagamihara City, Kanagawa Prefecture, Japan 229. 
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CHANNEL 0 LO 0 
0 COMMON 
CHANNEL 9 LO 

CHANNEL 0 HI : 
HI COMMON CHANNEL 9 Hi 


LIMIT ALL INPUTS TO 150 VOLT-AMPS MAX 





CA eaciano 


WARRANTY 

This Hewlett-Packard product is warranted against defects in material and workmanship for a period of one year 
from date of shipment. During the warranty period, Hewlett-Packard Company will, at its option, either repair or 
replace products which prove to be defective. 

For warranty service or repair, this product must be returned to a service facility designated by -hp-. Buyer shall prepay 
shipping charges to -hp- and -hp- shall pay shipping charges to return the product to Buyer. However, Buyer shall 
pay all shipping charges, duties, and taxes for products returned to -hp- from another country, 

LIMITATION OF WARRANTY 


The foregoing warranty shall not apply to defects resulting from improper use, unauthorized modification, or severe 
abuse of the product. 


NO OTHER WARRANTY IS EXPRESSED OR IMPLIED. HEWLETT-PACKARD SPECIFICALLY DISCLAIMS 
THE IMPLIED WARRANTIES OF MERCHANTABILITY AND FITNESS FOR A PARTICULAR PURPOSE. 


EXCLUSIVE REMEDIES 
THE REMEDIES PROVIDED HEREIN ARE BUYER’S SOLE AND EXCLUSIVE REMEDIES. HEWLETT- 


PACKARD SHALL NOT BE LIABLE FOR ANY DIRECT, INDIRECT, SPECIAL, INCIDENTAL, OR CONSE- 
QUENTIAL DAMAGES, WHETHER BASED ON CONTRACT, TORT, OR ANY OTHER LEGAL THEORY. 


D 3/11/83 








